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Self-detection of x-ray Fresnel transmissivity using photoelectron-induced gas 
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Electric response of an x-ray mirror enclosed in a gas flow ionization chamber was studied under 
the conditions of total external reflection for hard x-rays. It is shown that the electric response of 
the system as a function of the incidence angle is defined by x-ray Fresnel transmissivity and photon- 
electron attenuation properties of the mirror material. A simple interpretation of quantum yield of 
the system is presented. The approach could serve as a basis for non-invasive in-situ diagnostics 
of hard x-ray optics, easy access to complementary x-ray transmissivity data in x-ray reflectivity 
experiments and might also pave the way to advanced schemes for angle and energy resolving x-ray 
detectors. 


Electric self-detection of x-ray-induced photoemission 
from an object can be considered as non-invasive moni¬ 
toring of the radiation flux because optimization of de¬ 
tection of the generated electric carriers is focused on 
creating efficient charge collection in the exterior of the 
object. In the soft x-ray regime (photon energies < 5 
keV) photoemission-based self-detection of x-ray flux is 
readily performed in high vacuum environment. An ob¬ 
ject (usually conductive) is in direct contact with a con¬ 
ductive holder that is connected to the electrical ground 
through a current meter. As an uncompensated charge 
develops due to escape of photoelectrons a compensating 
electric current flows to the sample holder and is regis¬ 
tered by the current meter. The magnitude of this cur¬ 
rent can serve as a measure of the incident or absorbed 
photon flux, thus offering non-invasive monitoring capa¬ 
bility and a probe of x-ray absorption. This measurement 
mode is often referred to as total electron yield since all 
electrons that exit the surface are detected, independent 
of their energy (e.g., M). 

The same self-detection approach has been utilized for 
collection of x-ray absorption spectra in the hard x-ray 
regime (e.g., |J-[6j]). The core-level x-ray absorption edge 
manifests itself by an increase in the electric current due 
to cascades of secondary electrons caused by generation 
of Auger electrons and the resulting x-ray absorption 
spectra probe sample depths L « 1000 A. For hard x- 
rays the detection technique can take advantage of neg¬ 
ligible x-rav absorption in a light gas environment such 
as helium 7, [8|. Instead, helium is subject to efficient 
ionization by fast photoelectrons escaping the material 
(Fig. [[]). which provides enhancement in the quantum 
detection yield. The same approach is used in conversion 
electron Mossbauer spectroscopy (e.g., !). 

Hard x-ray flux monitoring on optical elements in a sin¬ 
gle electrode c onfigura tion has been demonstrated and 
studied earlier flQHl2l ]. Weak signal contrast for x-ray 
beam being on/off the optical element was attributed to 
ionization of surrounding air. In this work, self-detection 
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FIG. 1: Grazing incidence geometry illustrating the incident, 
the transmitted and the reflected wave. The transmitted wave 
generates ionization events in the mirror material due to x-ray 
absorption. The escaping fast photoelectons (light blue) ion¬ 
ize the surrounding gas while the low-energy secondary photo¬ 
electrons (gray) do not participate in this ionization process. 


of hard x-ray induced photoelectrons is used in grazing 
incidence geometry to probe Fresnel transmissivity of an 
x-ray mirror enclosed in a flowing helium gas. The mea¬ 
sured quantum detection efficiency as a function of the 
grazing angle is described by a simple model which takes 
into account the photon energy of the incident beam, 
properties of the mirror material and ionization proper¬ 
ties of the gas. The results obtained using the simple 
electric measurement procedure could be used for accu¬ 
rate assessment of the critical angle in total external re¬ 
flection without detection of the reflected beam, to indi¬ 
cate changes to the state of the surface and to estimate 
the effective photoelectron escape depth. Thus, simple 
electric self-detection measurements could serve as a ba¬ 
sis for non-invasive in-situ diagnostics of hard x-ray op¬ 
tics and provide access to complementary x-ray trans¬ 
missivity data in x-ray reflectivity experiments. The self¬ 
detection approach using photoemission might also pave 
the way to advanced schemes for angle/energy resolving 
x-ray detectors. 

The problem to be addressed falls into the domain 
of grazing incidence x-ray photoemission spectroscopy 
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(GIXPS), which was established by Henke [l3| as a 
method capable of determination of material constants 
and surface characterization. Further developments were 
performed [14j including generalization to multilayer 
structures [T|] followed by experimental effort [lj| [Tg] ■ 
The studies were mostly concentrated in the soft x-ray 
domain dictated by the small radiation penetration depth 
for applications in surface science. The variation of pho¬ 
toelectron yield in grazing incidence with photon energy 
in the hard x-ray domain was studied 4|. It was estab¬ 
lished that the fine structure in the photoelectron yield as 
a function of the photon energy agrees with the fine struc¬ 
ture of absorption spectra (EXAFS). In spite of such ex¬ 
tensive developments, applications of hard x-ray GIXPS 
remain limited to date jl8H2fll |. 

Specular reflection of electromagnetic waves is de¬ 
scribed by the Snell’s law and the Fresnel equations 
(e.g.,[U). As pointed out by Henke Jl3j], the approxi¬ 
mate x-ray reflection-refraction theory is adequate to de¬ 
scribe photoelectron yield in the hard x-ray regime. In 
the grazing incidence geometry (Fig. [T]) with the graz¬ 
ing angle of incidence a < 1 of the incident wavevec- 
tor ki and the grazing angle a! <C 1 of the transmitted 
wavevector k t the amplitude of the reflected wave can be 
approximated as 


The grazing angle a! can be found using the Snell’s law 

cos a = (1 — S + if}) cosc/, (2) 

where d <C 1 and /? <Cl are the real and the imaginary 
corrections to the refractive index of the mirror material 
n = 1 — 6 + ifi. The refractive index of a light gas such 
as helium can be replaced with unity since the correc¬ 
tions to the refractive index for He in a flow chamber at 
close-to-normal conditions are several orders of magni¬ 
tude smaller than those of the high-density mirror ma¬ 
terial. The penetration depth of the transmitted wave is 
given by 


given by the penetration depth A(a) which is inversely 
proportional to the linear photoabsorption coefficient /i. 
The dependence on the photon energy of the incident 
wave Ex is omitted here for brevity. 

A fraction of the excited electrons completely escapes 
the mirror material. On the way to the surface these elec¬ 
trons exhibit inelastic scattering events, which results in 
the reduction of their initial energies. The electrons can 
escape the material only if they are generated within a 
certain characteristic depth known as electron inelastic 
mean free path (IMFP), which is a function of the elec¬ 
tron energy [22}. Inelastic scattering does not only reduce 
the energy of the primary electrons but also produces 
a cascade of secondary electrons with smaller energies. 
A simplified analytical description of such complicated 
process can be offered based on several assumptions aris¬ 
ing from experimental observations as derived in |23[ . 
An assumption is made that the energy distribution of 
low-energy secondary photoelectrons is independent on 
the primary electron energy once it is higher than about 
20 eV and that the number of the secondary photoelec¬ 
trons is proportional to the incident photon energy Ex- 
The number of photoelectrons generated per one x-ray 
absorption event is referred to as the electron gain factor 
G e . In analogy to attenuation of x-rays a quantity 1/L 
is introduced as a linear electron-attenuation coefficient 
(where L is the effective electron-energy-independent es¬ 
cape depth of photoelectrons) that describes the electron 
scattering process as an attenuation of a single primary 
electron multiplied by the gain factor G e . 

If the x-ray mirror is enclosed in a He flow chamber gas 
impact ionization events produced by the secondary pho¬ 
toelectrons can be neglected since the energy required to 
produce one ion pair is W g — 40.3 eV [24[ while the en¬ 
ergies of the secondary electrons do not exceed ss 20 eV 
[25l | . In addition, absorption cross section for hard x-rays 
in He is negligible compared to the ionization cross sec¬ 
tion by photoelectron impact e.g., j[26]. Thus, the electric 
carriers generated in the gas flow chamber originate from 
the photoelectric response of the mirror material. 

Electrons generated in the depth increment dz con¬ 
tribute a fraction dY(z, Q,a) to the integral electron 
yield emitted into solid angle H 


A(a) 


1 

2 klm(a') ’ 


( 3 ) 


where k = |ki| = |k r | is the absolute value of the wavevec¬ 
tor and Im(a') is the imaginary part of a !. The number 
of photoelectrons created in the material at a depth z per 
second, within an increment dz, is 


n e (z, a) 


fo(i-K«)l 2 ) 

A(a) 




( 4 ) 


Here, F 0 is the number of incident x-ray photons per sec¬ 
ond (i.e, photon flux) and (1 — |r(a)| 2 ) represents Fres¬ 
nel transmissivity. The probability of photoionization is 


dY ( z , f2, a) = G e n e (z , a) exp (— z/L ). (5) 

47T 

Here an isotropic angular distribution of the photo¬ 
electrons is assumed. In this approximation it is ex¬ 
pected that detection of the integral electron yield (with¬ 
out discrimination in the electron energy and the electron 
emission direction) and the random gas impact ioniza¬ 
tion process provide averaging of the spatial distribution 
of charge carriers and the net effect is consistent with 
isotropic distribution of photoelectrons. An improvement 
to this approach can be considered based on more de¬ 
tailed theories of x-ray-induced photoemission (e.g., [H}). 

The electron yield Y (a) can be found by integrating 
Eq. [5] over the thickness 0 and the solid angle H. 
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V-(a) = \p„G'{ 1 - Ha)! 2 )^ 


( 6 ) 


It is convenient to attribute the number of charge car¬ 
riers n q generated by a single photoelectron in the gas 
flow chamber to the ratio of the maximum photoelectron 
energy E pe ~ E\ and the ion pair production energy 

w g . 


_ o Ex 
Uq ~ W n 


( 7 ) 


The quantum yield in the measurement of electric cur¬ 
rent is defined as the ratio of the number of detected 
charge carriers per second to the incident photon flux 
Fq. It is given by 


Q(a) = -e q n q G e ( 1 - |r(a)| 2 ) 


A(a) + L ’ 


( 8 ) 


where e q is the charge collection efficiency. In Eqs. 1516181 


by analogy to [23] L is the effective photoelectron escape 
depth and G e is the electron gain factor. Since the sec¬ 
ondary electrons are not expected to contribute to the 
electric response these parameters can be attributed to 
fast gas-ionizing photoelectrons with energies E pe W g . 

To test the theory described above a palladium x-ray 
mirror was placed on a non-conductive surface and con¬ 
tained in a helium flow chamber having an entrance and 
exit windows made of Kapton® film. The thickness of 
the Pd film was 230 A. It was deposited on top of a 
50-angstrom-thick layer of Cr on a polished Si substrate. 
The length of the mirror was 100 mm and the width was 
20 mm. The metallic working surface of the mirror served 
as the first electrode while a separate second grounded 
electrode was placed inside the chamber above the mirror 
at a distance of about 20 mm. The experimental setup 
is shown in Fig. [2] 

The experiment was performed at 1-BM beamline of 
the Advanced Photon Source. The x-ray beam incident 
on the mirror was delivered by a Si (111) double-crystal 
monochromator (DCM) which was slightly detuned to 
suppress high-order reflections at high photon energies. 
The electric current between the electrodes in the flow 
chamber was measured using a source meter with applied 
bias voltages of ± 200 V. It was verified that under these 
conditions the system operated in the regime of ioniza¬ 
tion chamber where nearly all generated electric carriers 
were being collected (i.e., e q = 1). The observed maxi¬ 
mum electric currents were up to 10 nA while the current 
in the absence of x rays (i.e., dark current) was ~ 100 pA. 
The root mean square fluctuations in the measured signal 
were about 20 pA. A calibrated solid state detector was 
placed behind the flow chamber to measure the reflected 
x-ray flux (mirror in the beam) and the incident x-ray 
flux (mirror is out of the beam). The size of the incident 


DCM He flow chamber 



FIG. 2: Experimental setup for self-detection of Fres¬ 
nel trasmissivity using photoelectron-induced gas ionization. 
Synchrotron bending magnet radiation is monochromatized 
using double-crystal monochromator (DCM). The monochro¬ 
matized beam is shaped using slits and is incident on a Pd 
mirror placed in a He flow chamber. The metallic surface of 
the mirror serves as the first electrode for collection of gen¬ 
erated charge in the flow chamber. The second electrode is 
placed above the mirror. The electric current in the circuit 
is measured using a source meter which supplies a bias volt¬ 
age. A solid state detector is placed downstream the mirror 
to measure the photon flux. 


beam was set to 0.02 x 5.0 mm 2 (verticalxhorizontal) 
using x-ray slits placed upstream of the mirror cham¬ 
ber. The incident beam was centered on the surface of 
the mirror. Simultaneous measurement of the reflectivity 
and the electric current were performed while scanning 
the mirror’s grazing angle a at different photon energies 
selected by the double-crystal monochromator. Prior to 
each scan the incident photon flux was measured using 
the solid state detector. The measured values of the in¬ 
cident photon flux were in the range 1 x 10 8 — lx 10 9 
photons/s. 

No difference in the absolute value of the electric cur¬ 
rent was found upon switching polarity of the bias volt¬ 
age within the experimental uncertainties. It should be 
noted that the difference is expected in the presence of 
Auger photoelectrons with energies sufficient for impact 
ionization of the gas atoms and comparable with the ap¬ 
plied bias voltage. The observation suggests that such 
Auger photoelectrons are not present in the photon en¬ 
ergy range of this study (10 - 18 keV) for Pd. New types 
of Auger photoelectrons are expected when the photon 
energy crosses an absorption edge while Pd does not have 
absorption edges in the chosen range. 

The resulting experimental curves for different photon 
energies are shown in Fig.[3](a) (circles) only for the posi¬ 
tive bias voltage. The measured electric current 1(a) was 
converted to quantum yield as 


Q(a) 


Qe Em 


(9) 


where q e is the elementary charge and F m is the inci¬ 
dent photon flux. Remarkably, the experimental data 
expressed in the units of quantum yield reveal genera¬ 
tion of up to about one hundred of charge carriers per 
one incident photon. This observation suggests that a 
quantitative angular/energy resolving detector for hard 
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x-rays can be constructed based on the grazing incidence 
geometry. 

In the first step of data analysis reflectivity data for 
each photon energy were aligned with the theoretical re¬ 
flectivity |r(a)| 2 in order to determine the angular off¬ 
sets from the absolute angular scale. The precision of 
this alignment was about 0.0025 deg, which was half the 
angular step size in the experiment. In the second step 
nonlinear squares fitting of the electric response to the 
expression for the quantum yield (Eq. [5]) was performed 
using G e and L as variable parameters. Photon-energy- 
dependent refractive index corrections for Pd were ob¬ 
tained from [23|. In this step reflectivity of the thick Pd 
mirror was used which is an approximation where vari¬ 
ations in the yield curve due to the layered structure of 
the mirror are not taken into account. A variable cor¬ 
rection to the angular scale da was introduced to test 
angular selectivity of the quantum yield curve. The fits 
are shown in Fig. [3[a) by the solid lines and the val¬ 
ues of the fitted parameters are given in Table Q] The 
complementary experimental reflectivity data are shown 
in Fig. [3jb) by circles and the corresponding theoreti¬ 
cal reflectivity |r(a)| 2 is plotted by the solid lines. The 
discrepancy between the theoretical and experimentally 
measured reflectivity can be attributed to a rough sur¬ 
face as evidenced by decrease in reflectivity below the 
critical angle and the layered structure of the mirror as 
evidenced by the appearance of Kiessig fringes. 



FIG. 3: (a) Electric response of Pd x-ray mirror in He flow 
ionization chamber as a function of the grazing angle of in¬ 
cidence at various incident photon energies. The experimen¬ 
tally measured electric response is shown by circles in the 
units of quantum yield (Eq. [9]). The fits to the theoretical ex¬ 
pression for the quantum yield (Eq. [8j are shown by the solid 
(blue) lines, (b) Fresnel reflectivity as a function of the graz¬ 
ing angle of incidence at the corresponding incident photon 
energies. The experimentally measured normalized reflectiv¬ 
ity is shown by circles while the theoretical reflectivity |r(a)| 2 
for a thick perfect Pd mirror is shown by the solid (red) lines. 


TABLE I: Parameters extracted from fitting of the measured 
electric response with the expression for the quantum yield 
(Eq. ©): G e - electron gain factor, L - effective photoelectron 
escape depth, 5a - correction to the angular scale. 


E x [keV] 

G e 

L[ A] 

5a [degrees] 

10 

1.57(0.07) 

155(11) 

0.007(5 x 10" 5 ) 

12 

1.24(0.07) 

168(12) 

0.003(3 x 10" 5 ) 

15 

1.10(0.04) 

265(13) 

0.002(1 x 10 -5 ) 

18 

0.58(0.02) 

466(24) 

0.002(1 x 10" 5 ) 


The values for 5a were found to be small, which in¬ 
dicates that the critical angle can be determined from 
the electric response with precision on the order of the 
angular step size. The effective photoelectron escape 
depth L increases with the photon energy since electrons 
of higher energies are generated having greater IMFP. 
At the same time, the effective electron gain G e de¬ 
creases which implies that a larger fraction of the excited 
electrons are converted to slow secondary photoelectrons 
which do not contribute to gas ionization. The quality of 
the fits was found to be good (I? 2 -factors of about 1%). 
The remaining discrepancies below the critical angle can 
be attributed to incompletely removed contamination of 
the incident beam with high-energy radiation harmon¬ 
ics (e.g., photon energy of 3 x Ex originating from the 
Si 333 reflection of the double-crystal monochromator). 
The discrepancies in the vicinity of the critical angle and 
above can be related to the structure of the mirror. In ad¬ 
dition, it is expected that surface contamination will im¬ 
pede photoelectron emission, thus clean surfaces should 
be used for more precise measurements of G e and L. At 
the same time, a change in the electric signal with time 
could be considered as a diagnostic probe which is sen¬ 
sitive to surface contamination and surface damage. Fi¬ 
nally, the reasonable agreement between the model and 
the experimental data suggests that Fresnel transmissiv¬ 
ity can be deduced from the electric response provided 
that the material constants are known. The shape of the 
quantum yield curve could be used to gain insights on 
the surface morphology using an appropriate model for 
|r(a)| 2 . Similarly, if the surface morphology is known 
the electric response could be used to measure materials 
constants. 

In order to test these ideas, the layered structure of the 
mirror was taken into account by fitting the reflectivity 
using Parratt’s recursive method {23,(23]. The resulting 
fit shown in Fig. |U]a) confirmed the nominal thicknesses 
of the Pd film and the Cr layer. It also revealed Pd en¬ 
trance surface roughness of about 9 A. The obtained 
reflectivity function was used to fit the yield curve using 
Eq.[5]at a photon energy of 10 keV. At this lower photon 
energy the photon-electron attenuation properties of the 
layered structure are dominated by the contribution of 
the Pd film. Thus, the penetration depth of the wavefield 
can still be approximated with that of a thick Pd mirror 
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(Eq.jSj). The resulting fit of much better quality is shown 
in Fig.QJb) (R 1 2 3 4 -factor < 0.1 %). The variable fit param¬ 
eters were further refined ( G e = 1.27(0.01), L = 156(3) 
A, 5a = 8(1) x 10 5 6 7 deg.). Also, a variable background 
was introduced to improve the fit quality (the background 
value obtained from the fit was Qo = 9.5(0.4)). It should 
be noted that the shoulder at angles above the yield peak 
position is now reproduced as well as minor oscillations 
that follow (i.e., Kiessig fringes in transmissivity). In 
fact, multilayer structures have been studied earlier us¬ 
ing GIXPS. Observation of Kiessig fringes in the angular 
yield curves was reported 0 albeit in the soft x-ray re¬ 
gion using high vacuum environment. It is also noted 



a [degrees] 


FIG. 4: (a) Experimentally measured reflectivity (open cirles) 
at 10 keV and fit (solid line) using Parratt’s recursive method 
taking into account the layered mirror structure, (b) The 
obtained reflectivity function is used to fit the experimental 
quantum yield curve at 10 keV (open circles). The resulting fit 
(solid line) is of much better quality compared to the fit using 
the reflectivity of the thick mirror (Fig. HHa)). The vertical 
arrows indicate the angular ranges used in the fits ((a) and 

(b))- 


that absolute measurements of Fresnel transmissivity are 
less straightforward compared to conventional reflectance 
measurements (i.e., detection of the incident and the re¬ 
flected x-ray flux using stand-alone x-ray detectors) since 
additional material parameters and related uncertainties 
are involved. A more detailed model of photoemission 
may be required to precisely decouple the structural re¬ 
sponse given by Fresnel transmissivity and the baseline 
signal due to angular dependence of the photon-electron 
attenuation factor. 

In summary, it is found that the electric response of 
the x-ray mirror enclosed in a gas flow ionization cham¬ 
ber can be described using a simple model for the quan¬ 
tum yield defined by x-ray Fresnel transmissivity and 
photon-electron attenuation properties of the mirror ma¬ 
terial. In the simple experimental arrangement accurate 
assessment of the critical angle in total external reflec¬ 
tion can be performed without detection of the reflected 
beam. Also, it is proposed that from analysis of the ob¬ 
tained angular yield curve one can gain practical insight 
on the state of the surface and to estimate photoelec¬ 
tron escape depth. Thus, simple electric self-detection 
measurements of photoemission can provide non-invasive 
in-situ diagnostics of hard x-ray optics and access to com¬ 
plementary x-ray transmissivity data in x-ray reflectivity 
experiments. Furthermore, it becomes clear that elec¬ 
tric measurements using photoelectron-induced gas ion¬ 
ization can be considered as a universal approach for non- 
invasive self-detection of x-ray flux in a wide variety of 
experimental arrangements. 
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